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SUMMARY 

Tne application of holograpnic interferometry to aisplacement and 
strain determination has been reviewea. A brief introduction to tne 
theoretical basis of holography ana holograpnic interferometry, and a 
summary of recent developments is given. It is concluded that with continued 
development, holograpnic interferometry has the potential to become a 
routine tool for whole field displacement and strain measurement, and non¬ 
destructive testing of aircraft structures. 
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1. INTRODUCTION 

An accurate knowledge of the stresses and strains in aircraft 
structures, in all stages of their lives, is vital for safe operation of 
aircraft. In the design and evaluation stages, individual components may 
need to be tested for ultimate strength and fatigue life. Large sub¬ 
structures eg. frames, spars, wings, require assessment for possible 
strength inadequacies or fatigue critical areas, which can be aided by 
identification of regions of high stress. Full-scale fatigue tests on 
complete structures require measurement of flight loads at critical areas, 
ana subsequent verification that representative loads are applied during 
testing. Later in the life of aircraft it is desirable to know the 
changes in stresses and strains caused by modifications, cracks or other 
forms of damage, and also subsequent repair schemes. 

At present the standard technique for strain measurement is the 
application of resistive strain gauges on the surface at the point of 
interest. However, this results in point-by-point measurement and strain 
gauges can be difficult to apply in regions of interest eg. strongly 
curved surfaces. The technique also requires an initial judgement of 
potential problem areas. Thus there has been continuing research into 
techniques which enable strain measurement over a large surface area. 
These are collectively called whole-field techniques, and include 
holographic and speckle interferometry, shadow moire, in-plane moire, 
thermoelasticity and microscopic measurement of deformation of very fine 
grids. Ultrasonics offer promise for residual and applied stress 
measurements within the volume of a specimen. All the above techniques 
are currently under development or consideration at ARL. 

This paper reviews the application of holographic interferometry to 
whole-field surface displacement and strain measurements. It contains a 
brief introduction to the theory of holography and holographic 
interferometry (HI). This is followed by discussion of the interpretation 
of the HI data, experimental aspects of HI and recent areas of 
development. 
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2. BACKGROUND 

The technique of HI has been used for quite some time (1-5) and there 
have been numerous examples of its application to specific problems 
(6-8). However, the acceptance of the technique by the general 
engineering community appears to have been limited by a number of 
factors. These include, 1) experimental difficulties due to vibration, 
laser problems and skill required by operator; 2) difficulties in 
interpreting data; and 3) time consuming and costly operation. In recent 
years these limitations have gradually been reduced. A number of 
commercially produced HI systems are available, including Newport 
Corporation HC-1000 and HC-2000 holographic cameras; Apollo Lasers Impart 
1 Holocamera; Laser Technology, Inc Holomatic recording systems (9); and 
Rottenkolber HRC-110 Holo-recorder (10). These systems considerably 
reduce the skill and time required to record holograms. The accuracy and 
speed of interpretation of data is also improving, due to the use of 
photothermoplastic holographic cameras, digital imaging cameras, more 
reliable lasers and digital computer analysis. These improvements to the 
HI technique, along with the desire for a detailed knowledge of stresses 
and strains in aircraft structures, point to this field as an ideal area 
for the application of HI as a routine tool. 

3- HOLOGRAPHY 

Holography is a technique for storing the information required to 
recreate a portion of an optical field, and the subsequent recreation of 
that field. The region stored is that portion which can interact with the 
recording medium. The stored information and recording medium is said to 
be a hologram. A discussion of the theoretical basis of the technique is 
given in Appendix I. Until recently the most common recording medium has 
been high resolution (greater than 1000 line/mm) photographic plates. 
However, plates are gradually being replaced, for more routine 
applications, by systems utilizing p.ootothermooiastic materials. 

Holography differs significantly from ordinary photography. In 
photography the information recorded will only recreate the time-averaged 
intensity of the optical field (the square of the field's amplitude) at 
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the recording surface. By comparison, in holography, information is 
stored that enables the recreation of the amplitude and relative phase of 
the optical field over the recording aperture. Thus, the same three- 
dimensional optical field will be formed as that which occurred when the 
hologram was recorded (see Appendix I). This ability to store and 
recreate optical fields means that it is possible for the optical fields 
(of an ooject) to interfere even if they occurred at different times, and 
with the object in slightly different states. The next section shows that 
this interference can be used to determine the surface displacements 
between the two object states. 

U. HOLOGRAPHIC INTERFEROMETRY 

Holographic interferometry involves the comparison of the optical 
fields of an object in two or more slightly different states, and with at 
least one of the optical fields recreated with a hologram. The comparison 
results in the formation of a pattern of interference fringes. The fringe 
pattern can be related to the surface displacements of the object over the 
whole field of view. The main advantages of HI compared to other whole- 
field techniques, such as moire and gridding, are that the technique is 
non-contact, the object can have a complex three-dimensional shape and be 
diffusely reflecting. In addition the aisplacement3 can be measured down 
to a fraction of a wavelength of light if desired. 

There are three main types of HI. The different types are 
distinguished by tne number of separate object fields that are stored in 
the same recording plate. In the most common type, termed double exposure 
HI, the interference is between two optical fields stored on the same 
plate, each optical field having been recorded at separate times, with the 
object in slightly different states. The other main types of holographic 
interferometry are time-averaged HI and real time HI. In reai time HI 
only an initial state of the object is recorded. The interference is 
between the reconstructed fieia and the actual object field. Hence the 
fringes alter in real time as the object is stressed o: altered 
slightly. In time-averaged HI, the optical fields of a vibrating surface 
are recorded over a period which is long compared to the period of 
vibration. The resultant recording can be considered as the superposition 








of a very large number of object states, each at a slightly displaced 
position. Because the object is stationary at the extremes of motion and 
also is close to the extremes for the majority of the period of vibration, 
the resultant fringe pattern is essentially equivalent to that which would 
be observed if a double exposure hologram had been recorded between those 
extremes. 

The theoretical basis for the relationship between the fringe pattern 
and the surface displacements is most easily explained for the double 
exposure case. The other types can be explained as extensions to the 
double exposure case. An outline of the theoretical basis of HI is given 
in Appendix II; therefore only the final results will be shown here. In 
Appendix II it is shown that the fringe pattern is related to the phase 
differences between the two optical fields. The phase differences are 
introduced by tne displacements of the object's surface between the two 
object states. For a small displacement d of a general point Q, shown in 
Figure 1 , the resultant phase difference between the optical fields can be 
written as 

6$ = K.d (1) 

where £ * ISg “ -i is t!le sensitivity vector, with k^ and the 
propagation vectors of tne incident and scattered light respectively. 
Using equation (1), the vector d can be fully specified by utilizing 
different directions of K. This can be achieved by using different 
illumination directions and/or different observation directions. 

There are a number of otner techniques for determining displacement 
information developed by earlier workers in the HI field. These involve 
the concepts of fringe localization and parallax mentioned in Appendix 
II. The work by Briers (11) includes an historical review and summary of 
these interpretation techniques. 

In a review of HI displacement measurement techniques using the 
concept of sensitivity vectors, Pryputniewicz and Bowley (1*:) found that 
the technique of Dhir and Sikora (b) was most reliable. In their method, 
multiple observation directions on the one hologram were used ana a least- 








squares analysis was applied to the data. In more recent work, Hariharan 
et al ( 13 ) have recorded multiple holograms with different illumination 
directions to enable determination of the vector displacements. 

5. PHASE DETERMINATION 

All the HI techniques that utilize the sensitivity vector concept 
require a measurement of the phase difference between optical fields. The 
main phase measurement techniques are photographic, optical heterodyning, 
and phase shifting. The photographic techniques rely on the following 
relationship for the intensity in an interference pattern (for simplicity 
given in one dimension only and following Katzir et al (14)). 

I(x) = I Q (x) t 1 + V(x) cos [ 4>(x) ] } (2) 

where I 0 (x) is the average intensity over a small region centred on x, 
V(x) is the visibility and <(>(x) is the desired phase difference. The 
visibility V(x) is related to the local maximum and minimum intensities 
nearby to x, Imax and Imin respectively, by the following expression. 

V(x) = ( Imax(x) - Imin(x) ) / ( Imax(x) + Imin(x) ) (3) 

In general I 0 (x) and V(x) are not constant because of variations in object 
reflectivity and object illumination, and localization of fringes. 
However, if they are approximately constant, then at the extremes of I(x), 
<j>(x) = nir (n integer). Hariharan (15) has noted that it is often 
difficult to locate the maxima of fringes to better than 0.1 of their 
spacing, and hence the accuracy of this technique is limited. Also when 
tne maxima are unevenly and widely spaced, interpolation becomes 
uncertain. However, Katzir et al (14) have used this technique in 

conjunction with a 1024 pixel, linear solid-state light detector and 
computer processing, to demonstrate the capability of the technique for 
routine non-destructive testing. 

In the heterodyne technique developed by Dandliker (16-18) each 
exposure of a double-exposure hologram is taken with a different, 
angularly separated reference beam of the same frequency. On 
reconstruction both reference beams are used. However a small frequency 
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shift is introduced to one of the beams using a rotating grating or 

acousto-optic modulator. It can be shown (15) that if the frequency shift 
is v, then the detected intensity from a point on the object will be 

modulated at. the frequency v and the phase will be equal to the optical 
phase difference. Currently this method is the most accurate of all phase 
measurement techniques. It has a phase accuracy of better than 0.3 

degrees which corresponds to a displacement accuracy of 1/2400 for the 
most sensitive optical arrangement, where \ is the wave length of the 

illumination. However its use is limited as it involves a slow, point by 
point measurement. 

A good compromise between accuracy, and the simplicity and speed of 
data acquisition, is the technique involving phase shifting of the 
reference beam (19,20). In this technique, the real-time image is formed 
on a digital two-dimensional detector array and the outputs of tne 
individual pixels are recorded by a computer as the phase of tne reference 
oeam is shifted relative to the object beam. The phase of the reference 
beam is changed, under computer control, by means of a mirror mounted on a 
piezoelectric translator. In the initial work oy Hariharan et al (20), 
the intensities were recorded for phase shifts of 0, 2ir /3 and -2u/3. The 
three intensities can be simply related to the optical phase difference 
between the two optical fields. However, as attaining exact phase shifts 
requires precise calibration of the piezoelectric translator, Creath (21) 
developed a system in whicn the actual phase snift need not be known. In 
this system four intensities are recorded for phase shifts of 3a,a, -a, 
"3a, where a need not oe known. A further development oy Chang et al 
(22) involved the integration of the intensities into four regions as the 
phase is snifted. Again, there is a simple mathematical relationship 
between the intensities and the optical phase difference. The reported 
accuracies of tne phase shifting techniques are 2° and 1° by Harinaran et 
al (2) and Cnang et al (22) respectively. These pnase accuracies 


spiacement. accuracies of A/3t>0 


/720 respectively fur 


nsitive optical arrangement. 
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STRAIN DETERMINATION 


While whole-field displacement information can be quite useful, for 
example in holographic non-destructive testing (23, 2H, 25), it is often 
necessary to determine the local strains. The quantitative determination 
of strains using HI has been approached in a number of different ways. 
These have included, holographic moire (26-29), graphical interpolation 
and differentiation ( 30 ), fringe-vector theory ( 31 - 33 ), numerical 
interpolation and differentiation (3^), and optoelectronic heterodyning 
(17, 3b). More recently Sciammarella ( 36 ) has discussed a solution to the 
problem of complete determination of the components of the strain tensor 
by HI. The solution proposed, uses four illumination beam directions and 
a contouring technique, coupled with hologram analysis using electronic 
data processing techniques. The most suitable technique for a particular 
problem depends on the phase measurement method used, ana the complexity 
of the strain field to be determined. 

7. EXPERIMENTAL ASPECTS 

The main elements in HI systems are a laser, optics, recording meaium 
and vibration isolation table. A vioration isolation table is usually 
only necessary if a continuous wave (CW) laser is used. The most common 
CW lasers are He/Ne and ar b on ion lasers which have typical single line 
powers of 5 to 15mW and 2 to 5W respectively. However, whilst the argon 
ion laser hi-. 3 greater power than the He/Ne laser, it is significantly more 
expensive to buy and maintain. Even more expensive are the current types 
of pulsed lasers. The pulsed lasers need to have very short pulse widt.h3 
(10 to 30 nsec) and to be able to generate double or multiple pulses with a 
well aefined time interval (lysec up to 500ysec) between pulses and with 
energies from lOmJ to 3J per pulse. Currently, the pulsed lasers that can 
meet these requirements are ^-switched ruby lasers and j-swltched 
frequency-JouDleu neodymium:YAG lasers. 

Requirements of all laser systems are that they operate in TEM Q0 mode 
and have good temporal coherence. For practical work, the conerence 
length needs to be at least 10cm and preferably a few metres. To achieve 
the temporal coherence requirements, intracavity Fabry-Perot etulons can 
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be installed. This has the effect of reducing the number of longitudinal 
modes involved in the laser action of the cavity and consequently reducing 
the frequency uncertainty of the light output. Attainment of TEM Q0 mode 
usually requires adjustment of intracavity apertures. In the case of 
pulsed lasers this leads to the system design of an oscillator cavity 
followed by one of more amplifier stages to increase the energy per pulse. 

The typical optical components required for a HI system are beam 
steering mirrors, beam splitters, beam expanders with spatial filters, 
power-meters, p±ate holder, exposure control shutters, light baffles and 
possibly piezoelectric translators and digital camera system. The type of 
optical components required depends on whether a CW or pulsed laser is 
used. Tne high power {up to several hundred Mw) of pulsed lasers, 
necessitates careful selection of mirror coatings, beam splitting system 
and spatia. filtering. 

There are numerous recording mediums available that are capable of 
tne resolution required for holography. Hariharan (15) has summarized the 
materials and included a brief discussion of the principles of operation 
of each material. The most common photographic emulsions are Agfa-uevaert 
(holotest) 10E75, 10E56, 8E5oHD, 8E75HD and Kodak 649F. These can all be 
pr^ 'essed in a variety of ways to create phase or amplitude holograms. 
Over recent years advances in photothermoplastic materials and techniques, 
have lea to commercial availacility ana to subsequent widespread use. 

During recording of a hologram, the relative motions of the object, 
optical components and plate must be less than AM. If th.s requirement 
is not met, then the interference fringes, formed between tne scattered 
light ana the reference beam, will be wasned out, and a hologram will not 
be created. As exposure times of a number of seconds are common, when 
using CW lasers, it is often necessary to mount ail component:; an: object 
on the same rigid surface, whicn is vibration isolated from tne floor. 
When viorarion isolation .s not possible, or tne object is moving, pulse.; 
lasers need to be used. In tnis case, a hologram can stiil be recorded 
with object velocities up to 2 .y m/secs i7) if the pui.se wiutn is less 
than pOnsecs. 








RECENT DEVELOPMENTS AND APPLICATIONS 


There has been quite a diverse range of applications of HI reported 
recent publications. In particular, the work of Sharnoff (37) on 
crodifferential holography and of Rastogi (38-40) on comparative 
lographic moire interferometry, represent significant advances on past 
plications. Sharnoff introduced a technique enabling discrimination 
tween amplitude and phase changes by an object in double exposure 
lograms. This has special application to tne use of HI on objects 
ewed at a microscopic level. The comparative holographic moire 
terferometry technique, aeveioped by Rastogi, enables comparison of a 
inge pattern response of a master specimen to a test specimen, subjected 
the same stress levels. This nas important applications as a 
ndestructive inspection tool. 


More conventional applications of HI have been reported by Snell and 
rchant (41, 42), Mader (43), Kabunai et al (4m), and Hsu and Lewak 

bi. Snell and Marchant have used HI to determine the flexural stiffness 
1 anisotropic carbon composite plates. Mader applied HI to investigate 
ie deformation of pipes, cylinders and tubes, when they were subjected to 
rious loads and thermal expansions. Tne work of Kabunai et al, looked 

the detection of micromechanical pnenomena using the high accuracy 

available with neteroayne HI. In parficjlar, a very accurate measurement 
was made of tne apparent Young's modulus during the sending of a 

cantilever beam. This was compared with the results from couple-stress 
tneory. Hsu and Lewak have attempted to address tne problem of using HI 
wnen large distortions occur. In tnese circumstances, the fringe density 
becomes so large, that the accuracy rapidly falls off. A holographic 
cinematographic technique was developed in which a moving shutter allowo- 
high speed multi-exposure HI to take place. The system was designed t 
verify experimentally a theoretical model of the deformation of nuclea>- 






Other developments of HI have included work by Stetson and Brohinsky 
(46) on the application of electro-optic holography to HI and improvements 
by Wagner (47) of the heterodyne HI technique to include holographic 
recording of transient phenomena using a triple exposure dual-reference 
beam arrangement. Also of interest is the recent review by Reynolds (48) 
of nondestructive testing of fibre-reinforced composite materials. 
Reynolds gives a brief report of the application of HI to nondestructive 
testing, by a number of aircraft manufacturers. 

A related technique to HI, worthy of mention and which has been the 
subject of much development, is the technique of speckle-pattern 

interferometry. The technique, which was primarily developed by Butters 
(49, 50), has lately been given added impetus by the commercial production 
of the Ealing Electro-optics VIDISPEC system. This system uses a video 
camera and digital frame store to produce fringe patterns containing 

information about the deformation of a surface. Recent work involving 
speckle interferometry has included tneoretical development (61 - 63), 

application to vibration observations (54), and deformation and strain 
measurements (.56 - 56). 

9. CONCLUDING REMARKS 

Holographic interferometry has the potential to determine surface 
strains, produced in response to applied loads or thermal stress, over 
complex three-aimensional shapes. The technique is non-contact and 

usually requires no surface preparation. HI utilizes the ability of 
holography to store and recreate optical fields of an object. This 
enaoies interferometric comparisons of optical fields of an ooject in 
slightly different states. This comparison can be interpreted so as to 
give the displacements and strains of each point on tne surface of the 
object. With continued development, HI can become a routine tool for 
wnole field displacement and strain measurement, and nondestrucrive 
testing of aircraft structures. This would leiu t j a more accurate and 
detailed knowledge of tne stresses and strains in aircraft structures and 
to potentially safer and nigher performance aircraft. 










REFERENCES 


1. Haines, K.A. and Hildebrand, B.P. Surface-deformation measurement 
using waveform reconstruction technique. 

Applied Optics 15C 1 *), April 1966, pp 595-602. 

2. Ennos, A.E. Measurement of in-plane surface strain by hologram 
interferometry. 

J.Sci.Instrum.(J.Pnys.E.) Series 2 vol 1 , 1968, pp 73W34. 

3. Sollid, J.E. Holographic interferometry applied to measurements of 
small static displacements of diffusely reflecting surfaces. 

Applied Optics 8(8), August 1*69, pp 1587-1595. 

Shibayama, K. and Uc'niyama, H. Measurement of three-dimensional 
displacements by hologram interferometry. 

Applied Optics 10(9), Spt. 1971, pp 2150-21 b-4. 

5. Dhir, S.K. and Sikora, J.P. An improved method for obtaining the 
general-displacement field from a holographic interferogram. 

Exp. Mecn. 12 1972, pp 323~327. 

6. Robertson, E.R. (Editor; Tne engineering uses of conerent optics. 
(Proceedings and discussion of conference held at University of 
Strathclyde Glasgow Aprix 1*75). 

Melbourne: Cambridge University Press, 1976. 


















( 12 ) 


y. Kelly, E. Holographic interferometry. An overview of applications 
in non-destructive testing. 

J. Canadian Soc. N.D.T. (CSNDT) 6(5), March 1985, PP 61-66. 

10. Schorner, J. Industrial application of instant holography., 

Industrial applications of laser technology. 

Proc. SPIE 398, pp 116-122. 

11. Briers, J.D. Review. The interpretation of holographic 

interferograms. 

Optical and Quantum Electronics 8 1976, pp 469"501. 

12. Pryputniewicz, R.J. and Bowley, w.W. Techniques of holographic 
displacement measurement: an experimental comparison. 

Applied Optics 17(11) 1978 pp 1748-1756. 

13. Hariharan, P., Oreb, 3.F. and Brown, N. Real-time holographic 
interferometry: a microcomputer system for the measurement of vector 
displacements. 

Applied Optics 22(6) March 1983, pp 876-880. 

14. Katzir, Y ., Glaser, I., Friesem, A.A. and Sharon, B. On-line 
acquisition and analysis for holographic nondestructive evaluation. 
Optical Engineering 21(6) Nov./Dec. Iy82, pp 1016-1021. 

15. Hariharan, P. Optical Holography. Principles, techniques and 
applications. First edition. 

Meloourne: Cambridge University Press, 1984. 






16. Dandliker, R. Fringe inferpolafion by two-reference-beam holographic 
interferometry: reducing sensitivity to hologram misalignment. 

Optics Communications 42t3), August 1982 pp 301 _ 30b. 















( 13 ) 


Dandliker, R. and Eliasson, B. 

Accuracy of heterodyne holographic strain and stress determination. 
Exp. Mech. 19, 1979 pp 93~101. 

Dandliker, R. Heterodyne holographic interferometry. 
progress in Optics 17, I960 pp 1-o4. 


Dandliker, R., Ineichen, B. and Mottier, F.M. 

High resolution hologram interferometry by electronic phase 


Optics Communications 9(4), Dec. 1973 PP 412-416. 


hariharan, P., Oreb, B.F. and Brown, N. A digital phase measurement 
system for real-time holograpnic interferometry. 

Optics Communications 41(6), May I 982 , pp 393~396. 


Creath, K. Phase-shifting speckle interferometry. 
Applied Optics 24(16), Sep. 19ob, pp 3063-3058. 


Chang, M., Hu, C., Lam, P. and w'yant, J.C. High precision 
deformation measurement by digital phase shifting holographic 
interferometry. 

Applied Optics 24,12), Nov. 198b, pp 3780-3783. 


Trolinger, J.D., Hocxley, 3.S. and Doty, ,j.L. Putting holographi 
inspection techniques to worK. 

Lasers and Applications October 1962 pp bl—56. 


Vest, C.M. Holographic NDE: Status and Future. National Bure. 
Standards, Wdsnington DC. 

Report NBS-GCR-al-318 May 1981. 


Lawrie, B.L. Preliminary study of holograpnic interferometry. 

applied to carbon fibre specimens. 

Aero. Res. Labs. Structures Tech. Memo. No. 41y, August 198b. 











( 14 ) 


26. Boone, P. and Verbiest, R. Application of hologram interferometry 
to plate deformation and translation measurements. 

Optica Acta 16(5) 1969, pp 555-567. 

27. Sciammarella, C.A. and Gilbert, J.A. A holographic-moire technique 
to obtain separate patterns for components of displacement. 

Exp. Mech 16 1976, pp 215-220. 

28. Gilbert, J.A., Sciammarella, C.A. and Chawla, S.K. 

Extension to three dimensions of a holographic-moire technique to 
separate patterns corresponding to components of displacement. 

Exp. Mech. 18 1978, pp 321-327. 

29. Sciammarella, C.A. and Cnawla, S.K. 

A lens holographic-moire technique to obtain components of 

displacements and derivatives. 

Exp. Mech. 18 1978 pp 373-381. 

30. Sciammarella, C.A. and Gilbert, J.A. Strain analysis of a disk 

subjected to diametral compression by means of holographic 

interferometry. 

Applied Optics 12(8) August 1973. pp 1951-1956. 

31 . Stetson, K.A. Homogeneous deformations: determination oy fringe 
vectors in holographic interferometry. 

Applied Optics 14(9) Sep. 1y7c, pp 2256-2259. 

p2. Pryputniewicz, K. and Stetson, K.A. Holograpaic strain analysis: 

extension of fringe-vector metr.cd to include perspective. 

Applied Optics 15vo) March 197c, pp 725-728. 

33. Pryputniewicz, Hi. Holograpaic strain analysis: an experimental 
implementation of fringe-vecto'’ theory. 

Applied Optics 17 {22) Nov. 1978, pp 36J3-p6l8. 



















Taylor, L.H. and Brandt, G.B. An error analysis of holograph 
strains determined by cubic splines. 

Exp. Mech. 12 1972, pp 543-548. 


Dandliker, R., Eliasson, 3., Ineicnen, 3. ana Mottier, F. 
Quantitative determination of oending and torsion through nolograpn 
interferometry. 

The engineering uses of coherent optics. (Proceedings ana aiscussi 
of conference held at University of Stratnclyae Glasgow April 197 
Robertson E.R. (Editor) 

Melbourne; Cambridge University Press, 1976, pp 99-117. 

Sciammarella, C.A. and Narayanan, R. Tne determination of 
components of the strain tensor in hoiograp..ic interferometry. 

Exp. Mech. 24 Dec. 1*84, pp 257~2o4. 

Sharnoff, M. Microdifferential holographic. 

J. Opt. Soc. Am. A 2(10) Oct. 19d5, pp 1619-1o26. 

Rastogi, P.K. Comparative holographic mterferometry-a tool f 
nonaestructive inspection. 

J. Pnys. E: Sci. Instrum., 17 1964, p^ 10*‘t-109o. 

Rastogi, P.K. Comparative noiograp'nic moire interferometry in r« 
time. 

Appiieu Optics 2^(o) Marcn 196**, pp 924-927. 

Rastogi, P.K. Comparative holograpnie interferometry: 

nondestructive inspection system for detection of flaws. 

Exp. Mech. 2o Dec. 1*o5, pp o2o-3o7. 












of the flexural 


Snell, M.B. and Marchant, M.J. Determination 
stiffness of carbon composite plates by holographic interferometry. 
J.of Strain Analysis 19(4) 1984, pp 249-259. 


Maaer, D.L. Holographic interferometry on pipes: precision 
interpretation by least-squares fitting. 

Applied Optics 24(22) Nov. 1985, pp 3784-3790. 


Kakunai, 5., Masaki, J., Kuroda, R., Iwata, K. ana Nagata, R. 
Measurement of apparent Young's modulus in the bending of cantilever 
beam by heterodyne holograpnic interferometry. 

Exp. Keen. 25 bec. 1985, pp 408-412. 


Hsu, T.R. and Lewak, R. On tne sensitivity of the fringe- 
interpretation technique in laser holograpnic interferometry 
measurements. 

Exp. Mech. 2M March 1984, pp 40-43. 


Stetson, K.A. and Broninsky, W.R. Electro-optic holography ana its 
application to holographic interferometry. 

Applied Optics 24i21 ) Nov. 1985, pp 3t»31 -3637. 


ft'agner, J.«v. Triple exposure dual-reference nomographic recording 
for heterodyne analysis of transient phenomena. 

Applied Optics 2*4(18) Sep. 1985, pp 2937-29A0. 


Reynolds, *.N. i«or:ues trust lve testing j:' f iber-rej/iforcoa composite 
materials. 

SAMPE Quarterly lo(4) July 1985, pp 1-16. 


Butters, J.N. at.u Leenuerts, J.A. Specie pattern and ho*o 0 raphic 
techniques in engineering metrology. 

Optics ana Laser Tecnnology Feb. 1971, pp 26-jO. 



M—- 











(17) 


50. Butters, J.N. Application of ESPI to NDT. 

Optics and Laser Technology June 1977, pp 117-123. 

51. Slettemoen, G.A. and Wyant, J.C. 

Maximal fraction on acceptable measurements in phase shifting speckle 
interferometry: a theoretical study. 

J. Opt. Soc. Am. A 3(2) Feb. 1986, pp 210-214. 

52. Chu, T.C., Ranson, W.F., Sutton, M.A. and Peters, W.H. Applications 
of digital-image-correlation techniques to experimental mechanics. 
Exp. Mech. 25 Sep. 1985, pp 232-244. 

53. Button, B.L., Cutts, J., Dobbins, B.N., Moxon, C.J. and Wykes, C. 
The identification of fringe positions in speckle patterns. 

Optics and Laser Technology August 1985, pp 189-192. 

54. Creath, K. and Slettemoen, G.A. Vibration-observation techniques 
for digital speckle-pattern interferometry. 

J. Opt. Soc. Am. A 2(10) Oct. 1985, pp 1629-1636. 

55. Stetson, K.A. Strain measurement using heterodyne photogrammetry of 
white-light specklegrams. 

Exp. Mech. 25 Sep. 1985, pp 312-315. 

56. Balas, J., Sladek, J. and Drzik, M. Stress analysis by combination 
of holographic interferometry boundry-integral method. 

Exp. Mech 23 June 1983, pp 196-202. 

57. Weathers, J.M., Foster, W.A., Swinson, W.F. and Turner, J.L. 
Integration of laser speckle and finite-element technique? of stress 
anlaysis. 

Exp. Mech. 25 March 1985, pp 60-65. 


















Lokberg, 0., Malmo, J.T. and Slettemoen, G.A. Interferomet 
measurements of high temperature objects by speckle patt 


interferometry. 

Applied Optics 24(19) Oct. 1985. pp 3167-3172. 

Hecht, E. and Zajac, A. Optics. First edition. 

Sydney: Addison-Wesley Publishing Company 1974. 

Vest, C.M. Holograpnic Interferometry. First edition. 

Brisbane: John Wiley and Sons, 1979. 

Jones R. and Wykes, C. Holographic and Speckle Interferometry. 
discussion of the theory, practice and application of 

tecnniques. First edition. 

Sydney: Cambridge University Press, 1983. 

Bijl, D. and Jones, R. A new theory for the interpretation 
holograpnic interferometry patterns resulting from static surf 
displacements. 

Optica Acta 21(2) 1974, pp 105-118. 

Stetson, K.A. A rigorous treatment of the fringes of hoiograp 
interferometry. 

Optik 29 1969, pp 386-400. 

Dubas, M. and Schumann, W. On direct measurements of strain 
rot at ion in holographic interferometry using tne lne of compl 
localization. 

Optica Acta 22,100! 1975, pp #07-819. 

Waiies, S. On tne concept of homologous r a ys in holograpnic 
interferometry of diffusely reflecting surfaces. 

Optica Acta 17(12) 1970, pp 899~913. 

Steel, W.H. Fringe localization and visibility in classical 

hologram inter ferometer3. 

Optica Acta 17(12; 1970, pp #73-881. 















■.aa'.vwv :. 1 


v t 'j’rr:vr.'’.v 





APPENDIX I Brief theory of holography 

If an object i3 illuminated with an ordinary incandescent lamp, the 
electric field at any given point in the resultant optical field, will be 
undergoing rapid, random variations in magnitude and direction. The 
variation will have frequency components in the range 4-7 x 10 1J4 Hz and 
there will be poor correlation between different points in the field. 
However, if the object is illuminated with monochromatic, coherent light, 
the resultant electric field E at any given point will be varying 
sinusodially at a single frequency and with constant amplitude and 
phase. It can also be correlated with other points in the optical 
field. This variation can be expressed as follows: 

E(x,y,z,t) = E Q (x,y,z) cos ( 2irvt - <j>(x,y,z,)) 

where E 0 is the amplitude, v the frequency and 4 > is the phase. The single 
frequency nature of the lignt enables a complex amplitude notation to be 
used for the electric field. This has the form 

E(x,y,z,) - E o (x,y,z,) exp (-i$(x,y,z)). 

This notation wixl oe used in the following discussion as it simplifies 
the presentation of the mathematical representation of holography. 

If a large opaque screen, with an aperture, is placed in the optical 
field, the electric field on me opposite side to the object is determined 
by the values of tne electric fieia over the ape-’ture. As the aperture 
defines a planar surface, the electric field at this surface can be 
written as 


E(x,y) » E Q ix,y) exp vio,x, y)). 

Tne significance of this, is that if this two dimensional variation of 
electric field can be reproauoed by some other means, then the field in 
the naif space beyond tne plane will be identical to the original field. 
Thus only two-dimensional information is required to create a three- 
dimensional electric field variation that can be interpreted by the eye or 
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other optical system as a three-dimensional image. A two-dimensional 
variation of electric field can be produced using holography. In this 
case the aperture is the photographic plate. Detailed explanations of 
holography have been given in many texts (7, 15, 59, 60). A brief 
explanation following Hariharan (15) is as follows. 

Consider an object illuminated by coherent, monochromatic light. Let 
the variation of electric field at the pnotographic plate due to light 
scattered from the object oe as follows: 

o(x,y) = | o(x,y) | exp [ -i<J>(x,y) ]. 

If in addition to the object field, a plane wave beam is allowed to fall 
at an angle 9 to tne photographic plate (see Figure 2), then tne variation 
of electric field due to this beam is 


r(x,y) = r exp £ i2uexj 

wnere e = sin (e)/X. This beam is called the reference beam. The 
photographic plate responds to the intensity of the combination of these 
two waves. The resultant intensity is 

I(x,y) » | r(x,y) ♦ o(x,y) | 2 

- | r*(x,y) j 2 + j o(x,y) j 2 

+ | r(.x,y) | j o(x,y) | exp £ -i 4 >(x,y) ] exp [ -i2ir<:x £ 

+ | r(x,y) | | o(x,y) | exp £ +i<t>(x,y) ] exp [ +12ircx J 
2 2 

= r ♦ I o(x,y) j ♦ 2rj o(x,y) j cos(2irt:x + x ,y; ) 


If the photographic plate is processed so that its amplitude transmittance 
is linearly related to intensity, then the transmittan -e can oe written t .s 

t(x,y) = t Q + K l | ou.y) | 2 

+ r| o(x,y) | exp L -l 4 »(x,y) j exp l -i2irex J 
+ r| o(x,y) | exp L +i 4 >(x,y) j exp L +i2nex , } 








rfhere t Q is the constant transmittance from rand background, and k is 
related to exposure and development characteristics, and exposure time. 


To reconstruct the original object field at the plate, the hologram 
is illuminated with the same reference beam used to record it (see Figure 
3). The complex amplitude of the transmitted wave is then 

u(x,y) = r(x,y) t(x,y) 

= t Q r exp . i2nex] 

♦ k r j o(x,y) j 2 exp [ i2irex J 

♦ k r 2 | o(x,y) j exp [ -i$(x,y) j exp [ -i2*ex ] exp [ + i27rex j 

+ k r 2 | o(x,y) | exp [ +i$(x,y) j exp [ + i2irex ] exp [ +i2Trex ] 

= t Q r exp [ i2 irex] 

+ k r ) o(x,y) \ c exp [ i2irex ] 

+ k r 2 o(x,y) 

+ k r 2 o*(x,y) [ ♦i^itex ] 

The third term in the above expression for u(x,y) is the required origina; 
field, except for a constant term. The other terms have the foUowin. 
explanations. Term one is an attenuated reference beam around w.nich . 
halo is created by term two. Term four is the conjugate object fiel< 
modified by the expLi^ex] term. This exponential term indicates that 
the propagation direction is altered compared t j trie original -bju..’ 
wave. The conjugate ooject wave i.s deflected off tile reference or am axi 
by an angle approximately equal to the angle between the reference bea 
and the normal to the hologram. 









APPENDIX II Brief theory of holographic interferometry, 


The theoretical basis of HI has been uevelopea and discussed in 
numerous papers and texts (11, 15, 60-66). The following discussion nas 
been drawn from a number of the above worKS. It is well establisned tnat 
if two optical fields of a diffusely reflecting object, in slightly 
different states, are arranged to interfere (using noioeraphic 
techniques), then there will be a modulation of the intensity in the 
reconstructed image. This modulation of intensity is often referred to as 
the fringe pattern. However, the fringe pattern is in reality a separate 
entity to the image, as the region in space at which the viewing optics 
must be focussed to give maximum visibility is not, in general, in the 
region of tne mage. This region in space where tne fringes do form is 
termec the region of localization. The position of the region of 
localization cepenus on tne type :f displacement undergone by tne 
object. Simultaneous viewing of the fringes and image thus requires a 
wens system with an adequate deptn of field. Whilst in early work the 
position of localization of fringes was used to calculate displacements, 
it was found that this information is not necessary. 

Tne relevant information is the nhase differences Detween tne two 








the following section the mathematical relationship between the phase 
differences and the displacements is derived. 

Consider the interference corresponding to a displacement d of a 
point Q on an object illuminated by a point source, as shown in Figure 
The point source at 0 has been arbitrarily chosen as the origin. The 
position vectors of tne point Q before and after the displacements 
are and r^ respectively. The object and fringes (assumed to be 
localized at the object) are viewed from S which has the position vector 
R. A discussion of tne more general case when the fringes are not 
localized at. tne object nas been given by Dubas and Schumann (57). Tne 
light propagation vector for the lignt illuminating Q, before and after 
and displacement are and respectively. The propagation vectors have 
a magnitude of 2n/k where \ is the wavelengtn of the light used. The 
phase of the light travelling along paths , k 0 and k^, k^, can ce 
written as 

0-, = * b 2 ' ( 5 " Ct > * 5r (1 ) 

*2 = -3 * ^3 + *4 * ( ? " C 3 > + 5 r ( 2 ) 

where 5r is a constant pnase change on interaction with the surface at 
0. The propagation vectors k. and k^ can De written as 


Tne pnase uifference 5o=<i>, ~ p. can r-ien oe written as 


’ i -i -c ‘-i a ‘ ‘ - j 1 K ' 

As | d | - | C3 " Ci I typically only several microns and | r 1 | and | 

| are typically approximately a then' | r, | ana | | are very 

nearly equal and Ak^ and Ak ar.u perpendicular to r and (R - r ) 
respectively. Therefore the list two terms 1:. equation (5) vanish and tne 
pnase difference reduces to 









where K * j< 2 ~ k 1 ana d =■ r^ - This result is fundamental to 
determining displacements using HI. The vector K, called the sensitivity 
vector, is shown in Figure 1. It bisects the angle 2\p between the 
illumination and viewing directions, and has a magnitude of 

2k cos (^), where k = 2ir/X. 
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